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Abstrak
 

Penentuan respon detektor dilakukan dengan menggunakan detektor Unfors, detektor jenis Farmer dan

detektor TK 30cc. Penelitian menggunakan pesawat sinar-X Y.TU 320-D03. Besar energi yang digunakan

50 sampai 100 kV pada kualitas RQA berdasarkan Technical Report Series no.457. Penelitian ini

menghasilkan respon detektor jenis Farmer bernilai besar pada energi tinggi, sehingga menghasilkan faktor

koreksi yang kecil. Dengan demikian eisiensi detektor Farmer pada kualitas RQA lebih baik pada energi

tabung (kV) yang tinggi. Dan untuk detektor TK 30 cc menghasilkan nilai faktor koreksi yang cenderung

datar.

......Radiodiagnostic detector response determination using Unfors detector, Farmer detector and TK 30cc

detector. The research using X-ray machine Y.TU 320-D03. The energy that used is 50 until 100 kV for

RQA quality based on Technical Report Series no. 457. This research resulting that Farmer detector

response have a greater value for high energy, so that resulting small value of correction factor. Thus, the

efficiency Farmer detector much better for high energy of tube X-ray machine. And, for TK 3Occ detector

resulting flat value of correction factor.
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